Background {#Sec1}
==========

CMR is considered the non-invasive gold standard for many quantitative measurements in cardiovascular disease. It has been repeatedly shown that CMR is a useful diagnostic tool for a large variety of indications such as cardiomyopathy, myocarditis, right ventricular disease, congenital heart disease, myocardial iron assessment, myocardial ischemia and viability. There are published standards on CMR indications, data acquisition \[[@CR1]\], and recommendations on how to interpret \[[@CR2]\] and to report \[[@CR3],[@CR4]\] CMR scans. While frequently used in patient management in tertiary care institutions, CMR is less well established in community hospitals and private practices. Many referring physicians have little or no training in this technique and therefore lack knowledge of CMR principles and terminology. Several reasons exist for this familiarity gap, which may cause difficulties in selecting an appropriate testing strategy for a given clinical problem. First, because of the complex underlying physics, the technological terms often include descriptions of the type, timing, repetitiveness and duration of the pulse sequence technique. Hence, publications and, more importantly, clinical reports often use technical terms that are not intuitively understood by the referring physician or non-CMR-expert and do not convey relevant information or contribute to the quality of the report. Second, these terms often refer to different aspects of the methodology. "First-pass perfusion", for example describes a time period rather than a sequence, whereas "T2\* mapping" relates to the magnetic relaxation time as a physical parameter of the myocardium. Third, multiple and sometimes vendor-specific terms are currently used for the same phenomenon, such as "delayed hyperenhancement" and "late gadolinium enhancement".

Simplifying CMR pulse sequence terminology could improve the acceptance and widespread application of CMR in clinical routine. We therefore propose a simplified terminology for describing CMR techniques when reporting CMR results in clinical and academic practice, medical publications, as well as in guidelines or other societal recommendations.

Approach {#Sec2}
--------

Given that the primary goal of clinical CMR reports is to provide a concise description of the clinically relevant findings, rather than details of technical aspects of the study, we suggest simplifying CMR sequence terminology. MR-specific technical terms such as generic sequence names should be available as a technical glossary upon request.

Clinical research papers should present such information as part of the methods section, but not in abstracts. Publications on MR technology are not subject to these recommendations.

We are aware that a simplification of the terminology comes at the cost of accuracy with respect to details of the applied protocols. While exact knowledge of the sequence details may be occasionally relevant for follow-up scans, such detailed information however is not contained in the sequence name anyway. Instead, the overall impact of using less complex terms on the application and its benefit to patients outweigh theoretical disadvantages and that the use of arcane, technical language in clinical reports may rather lead to a disconnect between imagers and referring clinicians than to improved trust.

Proposed terminology in clinical CMR reports {#Sec3}
--------------------------------------------

Delivering useful information to referring physicians is the primary objective of clinical reports. The question put forward to the imager should be answered as completely and as specifically as possible, and important additional findings should be reported.

We propose to primarily use terms that incorporate the term CMR, the information on whether the methodology was used for mere visualization or also included quantitative assessment and, wherever possible, the diagnostic target of the pulse sequence.

While previously published recommendations of the Society for Cardiovascular MR (SCMR) list sequence names \[[@CR3]\], other societal recommendations on reporting of CMR images do not specifically include listing technical terms \[[@CR1]\] or even recommend the use of more generic terms \[[@CR4],[@CR5]\]. Of note, the use of the detailed pulse sequence description may be helpful for follow-up scans and thus should be included where appropriate, at the discretion of the reporting physician in the technical section of the report. In the more narrative section of a report however, non-generic technical language should be avoided. The term "Late gadolinium enhancement (LGE) CMR" represents an exception. Since this approach is not specific for a certain tissue pathology but may in fact reflect necrosis, fibrosis, infiltration or other causes for an increased volume of distribution of gadolinium, the term LGE can be used as such, followed by its diagnostic target in this particular scan. Table [1](#Tab1){ref-type="table"} lists currently used terms for frequently implemented sequences and the proposed simplified terminology to present them. This list applies to all MR systems, regardless of the field strength or other technical variations. If new sequences are developed for new purposes, a new, similarly clear term should be identified and used.Table 1**Proposed simplified CMR sequence terminologyUsed terms (examples)Term suggestions for clinical reportsModifiers for scientific/technical publications**Black-blood T1-weighted (half-Fourier, single-shot, fast spin echo, double-inversion recovery) dark blood spin echo sequence with or without contrast agent; with or without fat saturation, proton-density weighted spin echo sequenceBlack-blood CMR... using \[sequence name, details\*\] (applies to all examples)2D/3D inversion-recovery gradient echo sequenceLate gadolinium enhancement (LGE) CMRRegular/single-shot 2D/3D phase-sensitive SSFPDelayed (hyper) enhancement sequenceT2-weighted single-shot/fast spin echo double-inversion recovery/triple-inversion recovery dark/black blood spin echo sequence/T2-prepared SSFP with/without fat saturationEdema CMRBalanced steady-state- free-precession gradient echo sequence, spoiled gradient echo cine sequence with/without contrast agentCine CMRGradient echo cine sequence with spatial modulation of magnetization (SPAMM)Strain CMRSteady-state- free-precession or spoiled gradient echo sequence with tissue motion analysis (e.g. feature tracking)T1-weighted saturation recovery gradient echo sequence with echo-planar, SSFP, or hybrid read-outPerfusion CMRIn plane/through-plane motion-encoded phase-sensitive spoiled gradient echo sequenceFlow CMR4D phase contrast velocity sequenceT2\*-weighted spoiled gradient echo sequenceIron CMRT2\* mapping sequenceTime-Of-Flight MR coronary angiography sequence with/without contrast SSFP MR coronary angiography sequenceCMR Coronary Angiography\*: "Details" indicates any specific methodology used for data acquisition, post-processing and evaluation.

The conclusion of the clinical report should translate the findings described in the body of the report into clinically meaningful information and, if possible, propose a diagnosis that appears most consistent with the findings. Thus, descriptors of the technique are not required at all.

Proposed terminology in scientific reports and publications {#Sec4}
-----------------------------------------------------------

When describing CMR pulse sequences in experimental, preclinical or clinical reports submitted to journals and other media, a detailed and accurate description of hardware and sequences is essential. Therefore, a simplification of the descriptive terms should be avoided. Yet, a detailed technical description can be preceded by terms which can be understood by readers outside the field of CMR. Thus, we propose to use the more commonly understood terms (such as flow CMR) followed by the detailed sequence name.

A list of terms should be part of societal (e.g. Society for Cardiovascular Magnetic Resonance (SCMR)) recommendations, based on a careful evaluation of the existing body of evidence, and distributed to journals and media. The set of recommendations should respond to applications from the SCMR community with periodic updates of the recommended term list.

We strongly encourage clinical CMR readers, scientists, MR equipment and software vendors to consider these recommendations as a service to the community and their patients.

Summary {#Sec5}
-------

We propose the use of more commonly understood terms for the description of CMR protocols in clinical CMR reports that should include the purpose of the sequence and the modality (CMR). In technical or scientific publications, this should be followed by the detailed name of the pulse sequence and any specific approach used for post-processing and evaluation.
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